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EXPERTISE AND SERVICE PROVISION 
QUALITY OF LABORATORIES 

EXTERNAL QUALITY ASSESSMENT 
 
 
 
 
 
 
 
 
 
 
 
Expected results :  

 

1. Serology 
 
The panel consisted of 10 different samples. 8 positive samples and 2 negative samples. 
    
sample ID status 
PT2021CAPXSER_SERN1 NEGATIVE 
PT2021CAPXSER_SERN2 NEGATIVE 
PT2021CAPXSER_SERP1 POSITIVE 
PT2021CAPXSER_SERP2 POSITIVE 
PT2021CAPXSER_SERP3 POSITIVE 
PT2021CAPXSER_SERP4 POSITIVE 
PT2021CAPXSER_SERP5 POSITIVE 
PT2021CAPXSER_SERP6 POSITIVE 
PT2021CAPXSER_SERP7 POSITIVE 
PT2021CAPXSER_SERP8 POSITIVE 

 
SERP1, SERP3, SERP4 and SERN1 are sera collected during sheep pox surveillance in non-vaccinated 
animals in an area adjacent to a country with an ongoing sheep pox outbreak.  
SERP2, SERP5, SERP6, SERP7, SERP8 and SERN2 are samples collected during LSDV surveillance in 
a remote hilly area adjacent to a country with an ongoing lumpy skin disease outbreak.  
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Randomization 
Each laboratory received the same samples but randomly labelled (CAPXSER21-1 to CAPXSER21-10). 

Laboratories ID 
Sample ID 97506 97600 97602 97604 97605 
PT2021CAPXSER_SERN1 CAPXSER21-9 CAPXSER21-2 CAPXSER21-7 CAPXSER21-2 CAPXSER21-10 
PT2021CAPXSER_SERN2 CAPXSER21-5 CAPXSER21-4 CAPXSER21-6 CAPXSER21-1 CAPXSER21-9 
PT2021CAPXSER_SERP1 CAPXSER21-2 CAPXSER21-8 CAPXSER21-4 CAPXSER21-9 CAPXSER21-7 
PT2021CAPXSER_SERP2 CAPXSER21-8 CAPXSER21-6 CAPXSER21-1 CAPXSER21-7 CAPXSER21-8 
PT2021CAPXSER_SERP3 CAPXSER21-7 CAPXSER21-9 CAPXSER21-10 CAPXSER21-5 CAPXSER21-4 
PT2021CAPXSER_SERP4 CAPXSER21-1 CAPXSER21-5 CAPXSER21-5 CAPXSER21-8 CAPXSER21-3 
PT2021CAPXSER_SERP5 CAPXSER21-10 CAPXSER21-7 CAPXSER21-8 CAPXSER21-10 CAPXSER21-2 
PT2021CAPXSER_SERP6 CAPXSER21-4 CAPXSER21-3 CAPXSER21-3 CAPXSER21-3 CAPXSER21-5 
PT2021CAPXSER_SERP7 CAPXSER21-3 CAPXSER21-1 CAPXSER21-2 CAPXSER21-4 CAPXSER21-6 
PT2021CAPXSER_SERP8 CAPXSER21-6 CAPXSER21-10 CAPXSER21-9 CAPXSER21-6 CAPXSER21-1 

97607 97608 97609 97610 97611 
PT2021CAPXSER_SERN1 CAPXSER21-10 CAPXSER21-1 CAPXSER21-10 CAPXSER21-3 CAPXSER21-1 
PT2021CAPXSER_SERN2 CAPXSER21-4 CAPXSER21-5 CAPXSER21-8 CAPXSER21-7 CAPXSER21-5 
PT2021CAPXSER_SERP1 CAPXSER21-6 CAPXSER21-7 CAPXSER21-2 CAPXSER21-8 CAPXSER21-10 
PT2021CAPXSER_SERP2 CAPXSER21-2 CAPXSER21-4 CAPXSER21-1 CAPXSER21-1 CAPXSER21-3 
PT2021CAPXSER_SERP3 CAPXSER21-7 CAPXSER21-3 CAPXSER21-7 CAPXSER21-4 CAPXSER21-6 
PT2021CAPXSER_SERP4 CAPXSER21-1 CAPXSER21-6 CAPXSER21-6 CAPXSER21-5 CAPXSER21-4 
PT2021CAPXSER_SERP5 CAPXSER21-3 CAPXSER21-2 CAPXSER21-9 CAPXSER21-6 CAPXSER21-8 
PT2021CAPXSER_SERP6 CAPXSER21-8 CAPXSER21-10 CAPXSER21-5 CAPXSER21-10 CAPXSER21-2 
PT2021CAPXSER_SERP7 CAPXSER21-9 CAPXSER21-8 CAPXSER21-4 CAPXSER21-9 CAPXSER21-9 
PT2021CAPXSER_SERP8 CAPXSER21-5 CAPXSER21-9 CAPXSER21-3 CAPXSER21-2 CAPXSER21-7 

97612 97613 97614 97615 97616 
PT2021CAPXSER_SERN1 CAPXSER21-8 CAPXSER21-5 CAPXSER21-8 CAPXSER21-1 CAPXSER21-5 
PT2021CAPXSER_SERN2 CAPXSER21-6 CAPXSER21-3 CAPXSER21-4 CAPXSER21-5 CAPXSER21-3 
PT2021CAPXSER_SERP1 CAPXSER21-9 CAPXSER21-6 CAPXSER21-3 CAPXSER21-2 CAPXSER21-10 
PT2021CAPXSER_SERP2 CAPXSER21-7 CAPXSER21-2 CAPXSER21-1 CAPXSER21-7 CAPXSER21-2 
PT2021CAPXSER_SERP3 CAPXSER21-1 CAPXSER21-7 CAPXSER21-10 CAPXSER21-4 CAPXSER21-1 
PT2021CAPXSER_SERP4 CAPXSER21-4 CAPXSER21-9 CAPXSER21-9 CAPXSER21-8 CAPXSER21-7 
PT2021CAPXSER_SERP5 CAPXSER21-5 CAPXSER21-4 CAPXSER21-6 CAPXSER21-6 CAPXSER21-6 
PT2021CAPXSER_SERP6 CAPXSER21-2 CAPXSER21-8 CAPXSER21-7 CAPXSER21-10 CAPXSER21-8 
PT2021CAPXSER_SERP7 CAPXSER21-10 CAPXSER21-10 CAPXSER21-5 CAPXSER21-3 CAPXSER21-4 
PT2021CAPXSER_SERP8 CAPXSER21-3 CAPXSER21-1 CAPXSER21-2 CAPXSER21-9 CAPXSER21-9 

97617 97618 97619 97620 97621 
PT2021CAPXSER_SERN1 CAPXSER21-9 CAPXSER21-3 CAPXSER21-9 CAPXSER21-7 CAPXSER21-6 
PT2021CAPXSER_SERN2 CAPXSER21-5 CAPXSER21-9 CAPXSER21-3 CAPXSER21-2 CAPXSER21-2 
PT2021CAPXSER_SERP1 CAPXSER21-7 CAPXSER21-5 CAPXSER21-7 CAPXSER21-10 CAPXSER21-4 
PT2021CAPXSER_SERP2 CAPXSER21-10 CAPXSER21-6 CAPXSER21-5 CAPXSER21-9 CAPXSER21-1 
PT2021CAPXSER_SERP3 CAPXSER21-6 CAPXSER21-2 CAPXSER21-2 CAPXSER21-1 CAPXSER21-9 
PT2021CAPXSER_SERP4 CAPXSER21-8 CAPXSER21-1 CAPXSER21-4 CAPXSER21-4 CAPXSER21-10 
PT2021CAPXSER_SERP5 CAPXSER21-3 CAPXSER21-10 CAPXSER21-10 CAPXSER21-8 CAPXSER21-3 
PT2021CAPXSER_SERP6 CAPXSER21-4 CAPXSER21-8 CAPXSER21-8 CAPXSER21-3 CAPXSER21-8 
PT2021CAPXSER_SERP7 CAPXSER21-2 CAPXSER21-7 CAPXSER21-6 CAPXSER21-5 CAPXSER21-5 
PT2021CAPXSER_SERP8 CAPXSER21-1 CAPXSER21-4 CAPXSER21-1 CAPXSER21-6 CAPXSER21-7 

97622 97630 97631 97632 97633 
PT2021CAPXSER_SERN1 CAPXSER21-9 CAPXSER21-10 CAPXSER21-7 CAPXSER21-3 CAPXSER21-3 
PT2021CAPXSER_SERN2 CAPXSER21-10 CAPXSER21-5 CAPXSER21-1 CAPXSER21-10 CAPXSER21-7 
PT2021CAPXSER_SERP1 CAPXSER21-1 CAPXSER21-9 CAPXSER21-2 CAPXSER21-4 CAPXSER21-6 
PT2021CAPXSER_SERP2 CAPXSER21-4 CAPXSER21-3 CAPXSER21-10 CAPXSER21-2 CAPXSER21-5 
PT2021CAPXSER_SERP3 CAPXSER21-5 CAPXSER21-1 CAPXSER21-6 CAPXSER21-6 CAPXSER21-2 
PT2021CAPXSER_SERP4 CAPXSER21-3 CAPXSER21-2 CAPXSER21-8 CAPXSER21-9 CAPXSER21-8 
PT2021CAPXSER_SERP5 CAPXSER21-2 CAPXSER21-8 CAPXSER21-5 CAPXSER21-8 CAPXSER21-1 
PT2021CAPXSER_SERP6 CAPXSER21-6 CAPXSER21-4 CAPXSER21-4 CAPXSER21-1 CAPXSER21-4 
PT2021CAPXSER_SERP7 CAPXSER21-8 CAPXSER21-6 CAPXSER21-3 CAPXSER21-7 CAPXSER21-9 
PT2021CAPXSER_SERP8 CAPXSER21-7 CAPXSER21-7 CAPXSER21-9 CAPXSER21-5 CAPXSER21-10 

97634 97637 97638 97642 
PT2021CAPXSER_SERN1 CAPXSER21-1 CAPXSER21-7 CAPXSER21-10 CAPXSER21-4 
PT2021CAPXSER_SERN2 CAPXSER21-9 CAPXSER21-5 CAPXSER21-5 CAPXSER21-8 
PT2021CAPXSER_SERP1 CAPXSER21-5 CAPXSER21-3 CAPXSER21-4 CAPXSER21-2 
PT2021CAPXSER_SERP2 CAPXSER21-8 CAPXSER21-6 CAPXSER21-3 CAPXSER21-1 
PT2021CAPXSER_SERP3 CAPXSER21-4 CAPXSER21-10 CAPXSER21-1 CAPXSER21-7 
PT2021CAPXSER_SERP4 CAPXSER21-10 CAPXSER21-9 CAPXSER21-2 CAPXSER21-10 
PT2021CAPXSER_SERP5 CAPXSER21-6 CAPXSER21-2 CAPXSER21-9 CAPXSER21-6 
PT2021CAPXSER_SERP6 CAPXSER21-3 CAPXSER21-4 CAPXSER21-7 CAPXSER21-9 
PT2021CAPXSER_SERP7 CAPXSER21-2 CAPXSER21-8 CAPXSER21-6 CAPXSER21-5 
PT2021CAPXSER_SERP8 CAPXSER21-7 CAPXSER21-1 CAPXSER21-8 CAPXSER21-3 
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2. Virology 
 
The panel consisted of 8 different samples, with 2 samples repeated 2 times giving a panel of 10 samples. 
 
Sample ID repetition STATUS 
PT2021CAPXVIR_BP1 1 POS LSDV WT 
PT2021CAPXVIR_BN1 1 NEGATIVE 
PT2021CAPXVIR_VP1 1 POS GTPV WT 
PT2021CAPXVIR_VP2 1 POS LSDV WT 
PT2021CAPXVIR_VP3 1 POS SPVV WT 
PT2021CAPXVIR_TN1 1 NEGATIVE 
PT2021CAPXVIR_TP1 2 POS LSDV WT 
PT2021CAPXVIR_TP2 2 POS SPPV WT 

 
A cattle farmer reports skin lesions on his animals to his veterinarian. The  vet takes skin samples from 3 
animals TP1 (x2) and TN1. Subsequently, each skin sample was homogenized. In addition blood samples 
were taken by the vet  from 2 animals BP1 and BN1 .  Lastly a nasal swab was taken from animal VP2 and 
was used for virus isolation. The cell culture supernatant was collected.  The homogenates, blood samples 
and cell culture supernatant were sent to you for determination of the presence of capripox virus. If the 
sample is positive you should identify the virus species and differentiate whether it is an actual infection or 
the results of a recent vaccination.  
A goat farmer reports skin lesions on his animals to his vet. The vet takes a nasal swab from 1 goat VP 1. 
The nasal swab was used for virus isolation and the cell culture supernatant was collected. The cell culture 
supernatant was sent to you for determination of the presence of capripox virus. If the sample is positive 
you should identify the virus species. 
Finally a sheep farmer reports skin lesions on his animals to his vet. The vet takes 2 skin samples TP2 (2x). 
Subsequently, each skin sample was homogenized. In addition a swab was taken from sheep VP3. The 
nasal swab was used for virus isolation and the cell culture supernatant was collected. The homogenates 
and cell culture supernatant were sent to you for determination of the presence of capripox virus.  If the 
sample is positive you should identify the virus species and differentiate whether it is an actual infection or 
the results of a recent vaccination. 
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Randomization 
Each laboratory received the same samples but randomly labelled (CAPXVIR21-1 to CAPXVIR21-10) 

 Laboratories ID 
Sample ID 97506 97600 97601 97602 97603 
PT2021CAPXVIR_BP1 CAPXVIR21-5 CAPXVIR21-2 CAPXVIR21-2 CAPXVIR21-4 CAPXVIR21-8 
PT2021CAPXVIR_BN1 CAPXVIR21-10 CAPXVIR21-3 CAPXVIR21-7 CAPXVIR21-5 CAPXVIR21-3 
PT2021CAPXVIR_VP1 CAPXVIR21-9 CAPXVIR21-9 CAPXVIR21-5 CAPXVIR21-7 CAPXVIR21-1 
PT2021CAPXVIR_VP2 CAPXVIR21-4 CAPXVIR21-7 CAPXVIR21-6 CAPXVIR21-6 CAPXVIR21-2 
PT2021CAPXVIR_VP3 CAPXVIR21-6 CAPXVIR21-4 CAPXVIR21-9 CAPXVIR21-8 CAPXVIR21-9 
PT2021CAPXVIR_TN1 CAPXVIR21-1 CAPXVIR21-5 CAPXVIR21-8 CAPXVIR21-2 CAPXVIR21-7 
PT2021CAPXVIR_TP1 CAPXVIR21-3 CAPXVIR21-1 CAPXVIR21-10 CAPXVIR21-3 CAPXVIR21-5 
PT2021CAPXVIR_TP1 CAPXVIR21-7 CAPXVIR21-6 CAPXVIR21-3 CAPXVIR21-1 CAPXVIR21-10 
PT2021CAPXVIR_TP2 CAPXVIR21-2 CAPXVIR21-10 CAPXVIR21-1 CAPXVIR21-10 CAPXVIR21-4 
PT2021CAPXVIR_TP2 CAPXVIR21-8 CAPXVIR21-8 CAPXVIR21-4 CAPXVIR21-9 CAPXVIR21-6 
 97604 97605 97606 97607 97608 
PT2021CAPXVIR_BP1 CAPXVIR21-7 CAPXVIR21-2 CAPXVIR21-7 CAPXVIR21-1 CAPXVIR21-2 
PT2021CAPXVIR_BN1 CAPXVIR21-4 CAPXVIR21-3 CAPXVIR21-10 CAPXVIR21-6 CAPXVIR21-7 
PT2021CAPXVIR_VP1 CAPXVIR21-5 CAPXVIR21-7 CAPXVIR21-2 CAPXVIR21-4 CAPXVIR21-3 
PT2021CAPXVIR_VP2 CAPXVIR21-8 CAPXVIR21-10 CAPXVIR21-3 CAPXVIR21-10 CAPXVIR21-4 
PT2021CAPXVIR_VP3 CAPXVIR21-10 CAPXVIR21-1 CAPXVIR21-8 CAPXVIR21-8 CAPXVIR21-1 
PT2021CAPXVIR_TN1 CAPXVIR21-9 CAPXVIR21-6 CAPXVIR21-9 CAPXVIR21-9 CAPXVIR21-10 
PT2021CAPXVIR_TP1 CAPXVIR21-2 CAPXVIR21-8 CAPXVIR21-5 CAPXVIR21-2 CAPXVIR21-6 
PT2021CAPXVIR_TP1 CAPXVIR21-6 CAPXVIR21-9 CAPXVIR21-6 CAPXVIR21-3 CAPXVIR21-9 
PT2021CAPXVIR_TP2 CAPXVIR21-3 CAPXVIR21-5 CAPXVIR21-4 CAPXVIR21-5 CAPXVIR21-5 
PT2021CAPXVIR_TP2 CAPXVIR21-1 CAPXVIR21-4 CAPXVIR21-1 CAPXVIR21-7 CAPXVIR21-8 
 97609 976010 97611 97612 97613 
PT2021CAPXVIR_BP1 CAPXVIR21-5 CAPXVIR21-2 CAPXVIR21-9 CAPXVIR21-5 CAPXVIR21-1 
PT2021CAPXVIR_BN1 CAPXVIR21-2 CAPXVIR21-5 CAPXVIR21-10 CAPXVIR21-1 CAPXVIR21-2 
PT2021CAPXVIR_VP1 CAPXVIR21-3 CAPXVIR21-4 CAPXVIR21-6 CAPXVIR21-10 CAPXVIR21-10 
PT2021CAPXVIR_VP2 CAPXVIR21-7 CAPXVIR21-9 CAPXVIR21-4 CAPXVIR21-4 CAPXVIR21-7 
PT2021CAPXVIR_VP3 CAPXVIR21-6 CAPXVIR21-6 CAPXVIR21-7 CAPXVIR21-2 CAPXVIR21-3 
PT2021CAPXVIR_TN1 CAPXVIR21-10 CAPXVIR21-1 CAPXVIR21-3 CAPXVIR21-9 CAPXVIR21-5 
PT2021CAPXVIR_TP1 CAPXVIR21-9 CAPXVIR21-10 CAPXVIR21-1 CAPXVIR21-7 CAPXVIR21-9 
PT2021CAPXVIR_TP1 CAPXVIR21-8 CAPXVIR21-7 CAPXVIR21-2 CAPXVIR21-3 CAPXVIR21-8 
PT2021CAPXVIR_TP2 CAPXVIR21-1 CAPXVIR21-8 CAPXVIR21-5 CAPXVIR21-6 CAPXVIR21-6 
PT2021CAPXVIR_TP2 CAPXVIR21-4 CAPXVIR21-3 CAPXVIR21-8 CAPXVIR21-8 CAPXVIR21-4 
 97614 97616 97617 97618 97619 
PT2021CAPXVIR_BP1 CAPXVIR21-1 CAPXVIR21-1 CAPXVIR21-7 CAPXVIR21-6 CAPXVIR21-4 
PT2021CAPXVIR_BN1 CAPXVIR21-10 CAPXVIR21-9 CAPXVIR21-5 CAPXVIR21-1 CAPXVIR21-7 
PT2021CAPXVIR_VP1 CAPXVIR21-9 CAPXVIR21-7 CAPXVIR21-1 CAPXVIR21-7 CAPXVIR21-10 
PT2021CAPXVIR_VP2 CAPXVIR21-5 CAPXVIR21-4 CAPXVIR21-4 CAPXVIR21-2 CAPXVIR21-2 
PT2021CAPXVIR_VP3 CAPXVIR21-3 CAPXVIR21-5 CAPXVIR21-8 CAPXVIR21-10 CAPXVIR21-8 
PT2021CAPXVIR_TN1 CAPXVIR21-7 CAPXVIR21-3 CAPXVIR21-9 CAPXVIR21-3 CAPXVIR21-3 
PT2021CAPXVIR_TP1 CAPXVIR21-6 CAPXVIR21-2 CAPXVIR21-10 CAPXVIR21-4 CAPXVIR21-5 
PT2021CAPXVIR_TP1 CAPXVIR21-8 CAPXVIR21-6 CAPXVIR21-2 CAPXVIR21-5 CAPXVIR21-6 
PT2021CAPXVIR_TP2 CAPXVIR21-4 CAPXVIR21-8 CAPXVIR21-6 CAPXVIR21-9 CAPXVIR21-9 
PT2021CAPXVIR_TP2 CAPXVIR21-2 CAPXVIR21-10 CAPXVIR21-3 CAPXVIR21-8 CAPXVIR21-1 
 97620 97621 97622 97624 97625 
PT2021CAPXVIR_BP1 CAPXVIR21-7 CAPXVIR21-7 CAPXVIR21-3 CAPXVIR21-2 CAPXVIR21-10 
PT2021CAPXVIR_BN1 CAPXVIR21-2 CAPXVIR21-2 CAPXVIR21-4 CAPXVIR21-8 CAPXVIR21-7 
PT2021CAPXVIR_VP1 CAPXVIR21-3 CAPXVIR21-8 CAPXVIR21-5 CAPXVIR21-7 CAPXVIR21-2 
PT2021CAPXVIR_VP2 CAPXVIR21-10 CAPXVIR21-6 CAPXVIR21-8 CAPXVIR21-3 CAPXVIR21-5 
PT2021CAPXVIR_VP3 CAPXVIR21-1 CAPXVIR21-5 CAPXVIR21-9 CAPXVIR21-5 CAPXVIR21-8 
PT2021CAPXVIR_TN1 CAPXVIR21-6 CAPXVIR21-3 CAPXVIR21-6 CAPXVIR21-6 CAPXVIR21-6 
PT2021CAPXVIR_TP1 CAPXVIR21-9 CAPXVIR21-1 CAPXVIR21-2 CAPXVIR21-10 CAPXVIR21-1 
PT2021CAPXVIR_TP1 CAPXVIR21-8 CAPXVIR21-9 CAPXVIR21-7 CAPXVIR21-9 CAPXVIR21-4 
PT2021CAPXVIR_TP2 CAPXVIR21-5 CAPXVIR21-10 CAPXVIR21-10 CAPXVIR21-4 CAPXVIR21-9 
PT2021CAPXVIR_TP2 CAPXVIR21-4 CAPXVIR21-4 CAPXVIR21-1 CAPXVIR21-1 CAPXVIR21-3 
 97627 97630 97631 97632 97633 
PT2021CAPXVIR_BP1 CAPXVIR21-2 CAPXVIR21-3 CAPXVIR21-9 CAPXVIR21-7 CAPXVIR21-10 
PT2021CAPXVIR_BN1 CAPXVIR21-10 CAPXVIR21-5 CAPXVIR21-1 CAPXVIR21-4 CAPXVIR21-4 
PT2021CAPXVIR_VP1 CAPXVIR21-7 CAPXVIR21-7 CAPXVIR21-10 CAPXVIR21-3 CAPXVIR21-7 
PT2021CAPXVIR_VP2 CAPXVIR21-5 CAPXVIR21-2 CAPXVIR21-2 CAPXVIR21-2 CAPXVIR21-1 
PT2021CAPXVIR_VP3 CAPXVIR21-9 CAPXVIR21-9 CAPXVIR21-8 CAPXVIR21-1 CAPXVIR21-3 
PT2021CAPXVIR_TN1 CAPXVIR21-1 CAPXVIR21-8 CAPXVIR21-7 CAPXVIR21-9 CAPXVIR21-9 
PT2021CAPXVIR_TP1 CAPXVIR21-4 CAPXVIR21-10 CAPXVIR21-5 CAPXVIR21-8 CAPXVIR21-2 
PT2021CAPXVIR_TP1 CAPXVIR21-8 CAPXVIR21-6 CAPXVIR21-4 CAPXVIR21-5 CAPXVIR21-6 
PT2021CAPXVIR_TP2 CAPXVIR21-3 CAPXVIR21-4 CAPXVIR21-3 CAPXVIR21-10 CAPXVIR21-8 
PT2021CAPXVIR_TP2 CAPXVIR21-6 CAPXVIR21-1 CAPXVIR21-6 CAPXVIR21-6 CAPXVIR21-5 
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Laboratories ID 
Sample ID 97634 97637 97638 97642 
PT2021CAPXVIR_BP1 CAPXVIR21-9 CAPXVIR21-10 CAPXVIR21-10 CAPXVIR21-4 
PT2021CAPXVIR_BN1 CAPXVIR21-4 CAPXVIR21-9 CAPXVIR21-1 CAPXVIR21-7 
PT2021CAPXVIR_VP1 CAPXVIR21-8 CAPXVIR21-4 CAPXVIR21-6 CAPXVIR21-6 
PT2021CAPXVIR_VP2 CAPXVIR21-3 CAPXVIR21-7 CAPXVIR21-2 CAPXVIR21-8 
PT2021CAPXVIR_VP3 CAPXVIR21-7 CAPXVIR21-5 CAPXVIR21-9 CAPXVIR21-2 
PT2021CAPXVIR_TN1 CAPXVIR21-5 CAPXVIR21-6 CAPXVIR21-7 CAPXVIR21-10 
PT2021CAPXVIR_TP1 CAPXVIR21-2 CAPXVIR21-8 CAPXVIR21-8 CAPXVIR21-1 
PT2021CAPXVIR_TP1 CAPXVIR21-10 CAPXVIR21-2 CAPXVIR21-4 CAPXVIR21-5 
PT2021CAPXVIR_TP2 CAPXVIR21-1 CAPXVIR21-3 CAPXVIR21-3 CAPXVIR21-3 
PT2021CAPXVIR_TP2 CAPXVIR21-6 CAPXVIR21-1 CAPXVIR21-5 CAPXVIR21-9 

END 

Authorization to release the report:  By Bernard China, scheme coordinator, on 30/07/2021. 
Sciensano – Service Quality of laboratories 
J. Wytsmanstreet, 14 | 1050 Bruxelles
Tel.: .+32 2 642 53 85 E-mail : bernard.china@ciensano.be

© Sciensano Brussels 2021. 
This report may not be reproduced, published or distributed without the consent of Sciensano. The 
laboratories’ individual results are confidential. They are not passed on by Sciensano to third parties, nor 
to members of the Commission, the committees of experts or the working group EQA. 


	1. Serology
	2. Virology

